
HPT Sensor Calibration Certificate

Material Number: 210091
Maximum Pressure (psi): 100

Serial Number: XD31223A
Calibration date: August 27, 2019
Technician: SPB
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Calibration PASSED

Test Applied Measured Calculated Diff.

ATM 14.610 15.856 14.559 0.051

20 PSI 19.730 21.025 19.704 0.026

30 PSI 30.080 31.465 30.096 -0.016

40 PSI 40.200 41.662 40.246 -0.046

50 PSI 50.160 51.678 50.216 -0.056

60 PSI 60.110 61.657 60.149 -0.039

70 PSI 70.040 71.598 70.045 -0.005

80 PSI 79.950 81.473 79.874 0.076


