
HPT Sensor Calibration Certificate

Part Number: 210091
Maximum Pressure (psi): 100

Serial Number: XD31155A
Calibration date: December 11, 2018
Technician: SPB
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Calibration PASSED

Test Applied Measured Calculated Diff.

ATM 14.600 16.324 14.557 0.043

20 PSI 20.560 22.329 20.542 0.018

30 PSI 29.890 31.721 29.903 -0.013

40 PSI 40.570 42.457 40.604 -0.034

50 PSI 50.600 52.526 50.640 -0.040

60 PSI 60.960 62.912 60.991 -0.031

70 PSI 70.890 72.846 70.893 -0.003

80 PSI 80.760 82.683 80.697 0.063


